Interactions between a hypersonic neutral gas beam and an orificed pressure gauge mounted in a spinning satellite by Silverman, P. et al.
General Disclaimer 
One or more of the Following Statements may affect this Document 
 
 This document has been reproduced from the best copy furnished by the 
organizational source. It is being released in the interest of making available as 
much information as possible. 
 
 This document may contain data, which exceeds the sheet parameters. It was 
furnished in this condition by the organizational source and is the best copy 
available. 
 
 This document may contain tone-on-tone or color graphs, charts and/or pictures, 
which have been reproduced in black and white. 
 
 This document is paginated as submitted by the original source. 
 
 Portions of this document are not fully legible due to the historical nature of some 
of the material. However, it is the best reproduction available from the original 
submission. 
 
 
 
 
 
 
 
Produced by the NASA Center for Aerospace Information (CASI) 
https://ntrs.nasa.gov/search.jsp?R=19690001235 2020-03-23T22:00:12+00:00Z
X-621-68-396
PREPRINT
633 8'Y
INTERACTIONS BETWEEN A HYPERSONIC
NEUTRAL GAS BEAM AND AN
ORIFICED PRESSURE GAUGE
MOUNTED IN A SPINNING SATELLITE
•^ - 	 5 .6-.-6-_______--(THRU)(ACCESSION NUMBER)
(FA-OES)	 (CODE)
=
	
	 (CATE RY)(N SA CR OR TMX OR AD NUMB R)
G. NE WTON
P. SILVERMAN
D. PELZ
- GODDARD SPACE FLIGHT CENTER
GREENBELT, MARYLAND
PRESENTED AT THE SIXTH RAREFIED GAS DYNAMICS S • r MPOSIUM,
BOSTON, MASS., 1968
C	 '
OCTOBER 1968
•^	 lid ,^ ^^t'^	 ^^ ^1
y^ l
X-621-68-396
INTERACTIONS BETWEEN A HYPERSONIC NEUTRAL GAS BEAM
AND AN ORIFICED PRESSURE GAUGE
MOUNTED IN A SPINNING SATELLITE*
G. Newton
P. Silverman**
D. Pelz
October 1968
Aeronomy Branch
Goddard Space Flight Center
Greenbelt, Maryland
*Presented at the Sixth Rarefied Gas Dynamics
Symposium, Boston, Mass., 1968
"Graduate student at the University of Maryland, College Park.
1I	 ^
i
i
INTERACTIONS BETWEEN A HYPERSONIC NEUTRAL GAS I3EAM
AND AN ORIFICED PRESSURE GAUGE
MOUNTED IN A SPINNING SATELLITE
The data from the atmospheric density experiment flown on the Explorer 32
aeronomy satellite allowed comparison of kinetic theory predictions of orificed
chamber pressures with pressures measured by orificed, cold-cathode, magnetron
gauges. The two gauges were of different geometries and constructed from dif-
ferent materials ( 1 ) . The satellite was spin stabilized with a nomina.i two second
spin period, and the spin equator was maintained nearly co-planar with the satel-
lite orbit plane. The gauges were mounted on the spin equator and maximum
pressures were observed when the atmospheric gas particles beam-,d directly
into the gauges. Minimum pressures were observed each time the chamber ori-
fices looked into the rarefaction region behind the satellite. Two typical gauge
pressure variations are shown in Figures 1 and 2.
The maximum and minimum gauge pressures at the satellite perigee (280 km
altitude) were nea_ 10-6 and 10 -8 Torr respectively. Near apogee (2700 km al-
titude) no spin modulations of the gauge pressures were observed, instead constant
pressures near 10 - 9 Torr for the GCA gauge and 10 -10 Torr for the NRC gauge
were measured. The apogee gauge pressures resulted from desorption of gas from
the gauge internal surfaces.
Theoretical predictions of gauge pressures as a function of angle of attack
were compared to the measured pressures after the local rarefaction pressures
(assumed to be due to desorption) were subtracted from the data. One theory (2)
is for an ideal orificed chamber. The second theory (3) takes into consideration
the internal geometry of the chamber and gas-surface interactions of the entering
particles with the internal gauge surfaces. The comparisons were made by taking
the ratios of measured pressure to theoretical pressures calculated for a speed
ratio of 8 (ratio of satellite speed to most probable thermal speed). The results
are plotted versus angle of attack in Figure 3. The curves shown in Figure 3 are
representative of results obtained throughout the satellite operational lifetime of
9 months. These curves appear to be valid for maximum pressures in the range
10-6 to 5 x 10 - 8 Torr. The error in the ratios in Figure 3, to be used when com-
paring values on the same curve or between one pair of curves, is believed to be
1
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less than or equal to ±6%, including theoretical calculational accuracy and experi-
mental precision. The ordinates in Figure 3 contain an undetermined scaling
factor which is the same on all graphs. If the theory and parameter values used
to calculate a ratio curve correctly described the measurements, then that curve
in Figure 3 would be a horizontal line.
Assuming the theoretical model is correct, it is suggested by Figure 3C that
the incoming particles do not all make one specular collision, a result ire agree-
ment with Monte-Carlo calculations (4)  for these and similar instruments (5)
Figure 3D shows that the inclusion of an adsorption probability of 0.01 causes
large changes in the ratios, in such a way as to diminish the agreement between
the measured and theoretical values. It can be preliminarily concluded that the
theoretical results of Pearl and Vogel which assume no specular collisions and
no adsorption most nearly describe the measurements. This, however, implies
that the values of atmospheric density determined by these instruments should
be decreased by between 20% and 35%. Further studies of the combined effects
of specular reflection and adsorption are in progress.
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Figure 3—Ratios of measured pressure m, ius local rarefaction pressure (P — Pr)
totheoretical gouge pressure versus angle of attack. 3A, theoretical values after
Spencer, et. al, 3B, X and 3D theoretical values after Pearl and Vogel. E g and
Emare thefractions of particles adsorbed on each surface collision for glass and
metal respectively. a is - I ie fraction of particles specularly reflected on the first
surface collision. All ordinates have the some stole factor and are in the some
arbitrary units.
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